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200 GAL VACUUM RECEIVER
4" FLANGED CONNECTIONS

(SCALE 1:12)

NOTES:
1. DISCHARGE MUFFLERS WILL BE SHIPPED LOOSE.
 
2. DX MODULE WEIGHT: 2,291 LBS.
    SX MODULE WEIGHT: 1,219 LBS.
    200G TANK WEIGHT: 658 LBS
    CONTROL PANEL WEIGHT: 215 LBS.
 
3.       INDICATES LIFTING POINT. 
 
4.        DENOTES CENTER OF GRAVITY.
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BEFORE LIFTING 

(3 PLACES) 63.87D & C

4.66

30.20 30.02
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SYSTEM CONNECTIONS
ID DESCRIPTION
I INLET LOCATION
D DISCHARGE LOCATION
C CONDENSATE DRAIN 

LOCATION
T TANK DRAIN LOCATION
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