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This drawing and the information contained thereon remain the property of
BeaconMedzes and may not be used for other than the purpose for which it
s loaned without the expressed written permission from BeaconMedzes Engineering.
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S1 BACKUP VAC SWT. 15" Hg ON THE FALL BACKUP OPERATION :
S2 VACUUM TRANSDUCER VAC-15PSIG OPERATION H Fewseaz BECH rjrawn:
S3 HIGH DISCH TEMP 5-25HP - 250°F SHUTDOWN CUSTOM ER !h - wyrmgr— e
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