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Notes:
 
1.    SYSTEM WEIGHT: 791 LBS
 
2.          DENOTES CENTER OF GRAVITY.
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SYSTEM CONNECTIONS

ID DESCRIPTIONS
I INLET LOCATION

D DISCHARGE LOCATION

T TANK DRAIN

7.45T 1.98T

TANK DRAIN
1/2" FNPT

BYPASS
PIPING

INTAKE FILTER
ONE PER PUMP

CONTROL PANEL

67.86

4.00 REF.

42.00 12.90

27.17I

66.25

26.50

23.751.38 Ø.56 X 1.00 SLOT
(4 PLACES)

38.54D

32.49

24.00

24.00
17.50D 20.22D

36.0020.74IINLET
1-1/2 FNPT24.00

13.90I

ELECTRICAL 
CONNECTION

MINIMUM CLEARANCE FOR
MAINTENANCE & VENTILATION

1-1/4" FNPT DISCHARGE CONN
2-PLACES (FLEX HOSE SHIPPED LOOSE)

29.61

27.01

13.24


