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This drawing and the information contained thereon remain the property of
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1-1/4" FNPT DISCHARGE CONN
/ 2-PLACES (FLEX HOSE SHIPPED LOOSE)

1. SYSTEM WEIGHT: 1044 Ibs.

2. % DENOTES CENTER OF GRAVITY.
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