
1

1

2

2

3

3

4

4

5

5

6

6

7

7

8

8

A A

B B

C C

D D

.XX     .02

.XXX   .005
.XXXX    .0005
ANGLES     .5

1  of  1 

 

D

Sheet

Date:Revised: Date: Drawn:

ARE IN INCHES AND TOLERANCES ARE:
UNLESS OTHERWISE SPECIFIED ALL DIMENSIONS

DOCUMENT
DO NOT SCALE THIS

Scale:

Description:

GENERAL ASSEMBLY DX 5HP LUBE
VAC TANK MOUNTED 200G

RECEIVER

  jeb 4/18/2011

BEACONMEDÆS

4107 8530 79
Drawing Number:

Rev:
00

DN:
HOP110501

 

INSPECTION CHECKLIST
UNLESS OTHERWISE SPECIFIED:

  

ALL ITEMS MARKED BY ONE OF THE 
ABOVE SYMBOLS ARE TO BE INSPECTED
 
EQUIPMENT TO BE USED DURING 
RECEIVING INSPECTION SHALL BE PER 
QUALITY SYSTEM PROCEDURES

is loaned without the expressed written permission from BeaconMedæs Engineering.
BeaconMedæs and may not be used for other than the purpose for which it
This drawing and the information contained thereon remain the property of

Form F-007 Rev. 01

7.45T 2.48T

TANK DRAIN
1/2" FNPT

72.87

42.00

4.00 REF.

15.47

33.77I

72.75

CONTROL 
PANEL

INLET FILTER
ONE PER PUMP

BYPASS
PIPING

30.00

27.501.25

Ø.56 X 1.00 SLOT
(4-PLACES)

45.82D

34.09

24.00

24.00

24.00

21.25D 19.85D

15.29I

23.35I 36.00INLET
1-1/2" FNPT

1-1/4" FNPT DISCHARGE CONN
2-PLACES (FLEX HOSE SHIPPED LOOSE)

ELECTRICAL
CONNECTION

MINIMUM CLEARANCE FOR 
MAINTENANCE & VENTILATION

TABLE

ID DESCRIPTION
I INLET LOCATION
D DISCHARGE LOCATION
T TANK DRAIN

Notes:
 
1.    SYSTEM WEIGHT: 1096 lbs.
 
2.              DENOTES CENTER OF GRAVITY.
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