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This drawing and the information contained thereon remain the property of
BeaconMedzes and may not be used for other than the purpose for which it
is loaned without the expressed written permission from BeaconMedaes Engineering.
D D
AIR LINE
DRAIN LINE TEMP.
— — — CUSTOMER PIPING SWT.
VACUUM ™
[>  PNEUMATIC FLOW ISICI\)rLrQ'IlflgN A @
P CONDENSATE FLOW VALVE
- N N NN > . __VAcuum N
L~ L~ EXHAUST
FLEX.
HOSE
PUMP #1 oL
TANK DRAIN
EQUALIZER
VAC. GAUGE Q :7 VALVE Zl
C C
O
TEMP.
SWT.
TANK L
INTAKE VACUUM \ @
OUTLET ISOLATION
<O VALVE
VAVAVA
FLEX.
HOSE
—a FLEX ‘_
COUPLING |::| CONDENSATE
DRAIN
VALVE
PUMP #2 oL
et v
BYPASS RECEIVER :
(N.C.) CUSTOMER
DRAIN
B CONNECTION B
VACUUM
INLET —===~—> >—O0H
TANK \\/
INLET :
: INSTRUMENTATION DETAILS
CONTROL : CUSTOMER SENSOR DESCRIPTION SETTING ACTION
PANEL I S N TR I: DRAIN S1 LEAD VAC SWT. REF. WIRING DIA. OPERATION
“ CONNECTION 52 BACKUP VAC SWT. REF. WIRING DIA. | BACKUP OPERATION =
S3 HIGH DISCH TEMP SWT. 3HP - 250 °F SHUTDOWN
MANUAL
GAUGE DRAIN VALVE
A eVISeq, Acs P e A
RGO U S i
BrscoMipps) i o
D Far rumer: e
4107 8531 31
PNEUMATIC DIAGRAM BASIC 3HP fswe
DX LUBE VAC STACK MOUNT HOP 110559 00
Sheet 1 Of 1 DOSgES&ALETHIS
8 ) 7 I 6 I 5 ! 3 ! ! 1

Form F-007 Rev. 01



