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F1-F3 ARE LITTELFUSE KLDR 600V TYPE

VACUUM SWITCH SETTINGS

ALTITUDE VS—1 RELIEF VALVE
SETTING
0’—1000’ 19—-23"hg 25"hg
1001’—-2000' | 18—22"hg 24"hg
2001’=3000 | 17-21"hg 23"hg
3001’-4000" | 16—20"hg 22"hg
>4000° CONSULT FACTORY

OPERATION:

DURING NORMAL OPERATION THE HOA SWITCH SHOULD BE IN THE AUTO POSITION. THE
TIMER DETERMINES THE MINIMUM RUNNING TIME OF A PUMP. AFTER VS-1 OPENS AND THE
MINIMUM RUN TIMER HAS EXPIRED, THE PUMP WILL TURN OFF.

HAND OPERATION; (EMERGENCY/TROUBLE SHOOTING MODE ONLY)

WITH HOA SWITCH IN THE HAND POSITION PUMP WILL START AND RUN CONTINUOUSLY.
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NOTES:
MINIMUM CIRCUIT AMPACITY (1/CA) 1. MAIN DISCONNECT PROVIDED BY OTHER.
2. FIELD WIRING TO BE COPPER RATED FOR 75°C MINIMUM
SYSTEM HP 208 v 230 vV 380/400V 460 V 3. ----- INDICATED FIELD WIRING OUTSIDE OF BOX.
15 np 7.4 AMPS | 7.0 AMPS | 4.5 AMPS | 3.9 AMPS 4. THE AMPACITY OF CONDUCTORS SUPPLYING THE CONTORL PANEL TO BE
ROUNDED UP TO THE NEXT SIZE LARGER STANDRAD WIRE GAUGE.
2 HP 9.6 AMPS | 89 AMPS | 4.8 AMPS | 4.6 AMPS 5. SHORT CIRCUIT CURRENT RATING (SCCR): 5 kA
SYSTEM FULL LOAD AMPERES
SYSTEM HP | 208 v 230 V 380V,/50Hz 460 V
15 HP 5.9 AMPS | 5.6 AMPS [ 35 AMPS | 3.1 AMPS
2 HP 7.7 AMPS | 7.2 AMPS | 3.8 AMPS | 3.7 AMPS CB—1
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